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INFORME SIMPLIFICADO DE ENSAYOS  

 

LGAI Technological Center, S.A. inscrita en el Registro Mercantil de Barcelona, Tomo 35.803, Folio 1, Hoja NºB-266.627 Inscripción 1ª  C.I.F. A-63207492 
 

Laboratorio de 
Ensayos LGAI TECHNOLOGICAL CENTER, S.A. (APPLUS) 

 
Peticionario 
 

BOCCHI SafeWORK (NOFER) 
Avenida de la Fama, 118   
08940 Cornellà de Llobregat  
BARCELONA (Spain) 

Norma de Ensayo 

 UNE-EN 15154-1: 2007 "Duchas de seguridad.  
Parte 1: Duchas para el cuerpo conectadas a la red de agua 
utilizadas en laboratorios” 

 UNE-EN 15154-2: 2007 "Duchas de seguridad.  
Parte 2: Lavaojos conectados a la red de agua"  

 UNE-EN 15154-3: 2010 "Duchas de seguridad.  
Parte 3: Duchas para el cuerpo no conectadas a la red de agua” 

 UNE-EN 15154-4: 2010 "Duchas de seguridad.  
Parte 4: Lavaojos no conectados a la red de agua" 

Apartados 
ensayados 

 UNE-EN 15154-1: 2007:  4.1, 4.2, 5, 6, 7, 8, 9 
 UNE-EN 15154-2: 2007:  4.1, 4.2, 5, 6, 7, 8, 9 
 UNE-EN 15154-3: 2010:  4.1, 4.3, 4.4.1, 4.4.2, 5.1, 5.4, 6 
 UNE-EN 15154-4: 2010:  4.1, 4.3, 4.4.1, 4.4.2, 5.1, 5.4, 6 

 
Producto 

Duchas de emergencia, lavaojos y unidades combinadas 
conectadas a la red de agua potable o alimentadas por un 
depósito de agua potable 

Modelo Marca:     BOCCHI SafeWORK (NOFER) 
Ver tabla de referencias en el Anexo I  

Informe de Ensayos 

19/ 18679 – 177 (01)   &  19/ 18679 – 177 (02)  
Los apartados indicados en estos Informes de Ensayos se han 
verificado en las muestras ensayadas y los productos cumplen los 
requisitos de funcionamiento, marcado e instrucciones (la calidad de los 
materiales no ha sido evaluada) 

Firmado por:

BELEN BAILERA PALOMERO

LGAI TECHNOLOGICAL CENTER, S.A. (APPLUS)
LAB.GRIFERIA Y APARATOS DE GAS
RESPONSABLE TÉCNICO
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LGAI Technological Center, S.A. (APPLUS) 
Campus UAB  
Ronda de la Font del Carme, s/n 
E - 08193 Bellaterra (Barcelona - SPAIN) 
T +34 93 567 20 00 
F +34 93 567 20 01 
www.appluslaboratories.com 

 

 
SIMPLIFIED TEST REPORT 

 

LGAI Technological Center, S.A. inscrita en el Registro Mercantil de Barcelona, Tomo 35.803, Folio 1, Hoja NºB-266.627 Inscripción 1ª  C.I.F. A-63207492 
 

Testing Laboratory LGAI TECHNOLOGICAL CENTER, S.A. (APPLUS) 

 
Applicant  
 

BOCCHI SafeWORK (NOFER) 
Avenida de la Fama, 118   
08940 Cornellà de Llobregat  
BARCELONA (Spain) 

Test Standard 

 EN 15154-1: 2006 "Emergency safety showers.  
Part 1: Plumbed-in body showers for laboratories” 

 EN 15154-2: 2006 "Emergency safety showers.  
Part 2: Plumbed-in eyewash units"  

 EN 15154-3: 2009 "Emergency safety showers.  
Part 3: Non plumbed-in body showers” 

 EN 15154-4: 2009 "Emergency safety showers.  
Part 4: Non plumbed-in eyewash units" 

Tested clauses            

 EN 15154-1: 2006:  4.1, 4.2, 5, 6, 7, 8, 9 
 EN 15154-2: 2006:  4.1, 4.2, 5, 6, 7, 8, 9 
 EN 15154-3: 2009:  4.1, 4.3, 4.4.1, 4.4.2, 5.1, 5.4, 6 
 EN 15154-4: 2009:  4.1, 4.3, 4.4.1, 4.4.2, 5.1, 5.4, 6 

 
Product 

Emergency shower, eyewash equipment and  combination 
unit (emergency shower & eyewash equipment 
interconnected) connected to a flushing fluid supply (potable 
water) or supplied by a tank as a source of flushing fluid 
(potable water) 

Model Brand:     BOCCHI SafeWORK (NOFER) 
See references in Annex I 

Test report 

19/ 18679 – 177 (01)   &  19/ 18679 – 177 (02)  
Clauses indicated in these Test Reports have been verified in the 
tested samples and the products meet the requirements of 
performance, marking and instructions (quality of materials has not 
been evaluated) 

Firmado por:
BELEN BAILERA PALOMERO
LGAI TECHNOLOGICAL CENTER, S.A. (APPLUS)
LAB.GRIFERIA Y APARATOS DE GAS
RESPONSABLE TÉCNICO
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LGAI Technological Center, S.A. (APPLUS) 
Campus UAB  
Ronda de la Font del Carme, s/n 
E - 08193 Bellaterra (Barcelona - SPAIN) 
T +34 93 567 20 00 
F +34 93 567 20 01 
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SIMPLIFIED TEST REPORT 

INFORME SIMPLIFICADO DE ENSAYOS  
 

LGAI Technological Center, S.A. inscrita en el Registro Mercantil de Barcelona, Tomo 35.803, Folio 1, Hoja NºB-266.627 Inscripción 1ª  C.I.F. A-63207492 
 

Testing Laboratory         
Laboratorio de ensayos LGAI TECHNOLOGICAL CENTER, S.A. (APPLUS) 

 
Applicant                   
Peticionario 
 

BOCCHI SafeWORK (NOFER) 
Avenida de la Fama, 118   
08940 Cornellà de Llobregat  
BARCELONA (Spain) 

Test Standard                  
Norma de ensayo 

 ANSI/ISEA Z358.1-2014 
"American National Standard for Emergency Eyewash and 
Shower Equipment" 

Tested clauses 
Apartados ensayados 

4.1,  4.2,  4.3,  4.4,  4.6,  5.1,  5.2,  5.3,  5.4,  5.5,  
7.1,  7.2,  7.3,  7.4,  7.5,  8.2  

Product                   
Producto  

Emergency shower, eyewash equipment and combination unit 
(emergency shower & eyewash equipment interconnected) 
connected to a flushing fluid supply (potable water) or supplied 
by a tank as a source of flushing fluid (potable water). 

 

Duchas de emergencia, lavaojos y unidades combinadas 
conectadas a la red de agua potable o alimentadas por un 
depósito de agua potable. 

Model                    
Modelo  

Brand / Marca:     BOCCHI SafeWORK (NOFER) 
 

See references in Annex I 
 

Ver las referencias en el Anexo I  

Test Report                   
Informe de Ensayos 

19/ 18679 – 177 (03) 
 

Clauses indicated in this Test Report have been verified in 
the samples tested and the products meet the requirements 
of performance, marking and instructions (quality of 
materials has not been evaluated) 
 

Los apartados indicados en este Informe de Ensayos se han 
verificado en las muestras ensayadas y los productos cumplen 
los requisitos de funcionamiento, marcado e instrucciones (la 
calidad de los materiales no ha sido evaluada) 

Firmado por:
BELEN BAILERA PALOMERO
LGAI TECHNOLOGICAL CENTER, S.A.
(APPLUS)
LAB.GRIFERIA Y APARATOS DE GAS
RESPONSABLE TÉCNICO
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